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Susceptibility testing of infectious agents and evaluation of performance of 
antimicrobial susceptibility test devices - Part 1: Broth micro-dilution reference 
method for testing the in vitro activity of antimicrobial agents against rapidly 
growing aerobic bacteria involved in infectious diseases (ISO 20776-1:2019, 
including Corrected version 2019-12) 
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