
 
 - 1 - 

ISO 3630-8:2026-06 (E) 
 
 
Dentistry - Endodontic instruments - Part 8: Accuracy of electronic apex locator 
 
 
Contents            Page 
 

Foreword ....................................................................................................................................................................................................................................................iv
Introduction .............................................................................................................................................................................................................................................v
1 Scope ............................................................................................................................................................................................................................................. 1
2 Normative references ................................................................................................................................................................................................. 1
3	 Terms	and	definitions ................................................................................................................................................................................................ 1
4 Requirements ...................................................................................................................................................................................................................... 2
5 Test methods ........................................................................................................................................................................................................................ 2

5.1 Test conditions .....................................................................................................................................................................................................2
5.2 Apparatus .................................................................................................................................................................................................................2
5.3 Reagent .......................................................................................................................................................................................................................4
5.4 Procedure .................................................................................................................................................................................................................4

5.4.1 Using the video-based measuring device ..................................................................................................................4
5.4.2 Using the height gauge ...............................................................................................................................................................5

6 Sampling ................................................................................................................................................................................................................................... 6
Bibliography ............................................................................................................................................................................................................................................ 7


		2026-07-16T17:57:05+0000
	DIN Deutsches Institut fuer Normung e. V.
	Dokument ist zertifiziert




