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DIN EN ISO 18082:2017-12 (E) 
 
 
Anaesthetic and respiratory equipment - D imensions of non-interchangeable screw-
threaded (NIST) low-pressure connectors for medical gases (ISO 18082:2014 + Amd. 
1:2017) (includes Amendment :2017) 
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